The shampoo clue: two cases of infection of a ventriculoatrial shunt.
Despite the use of sophisticated tools, infections of implanted devices may be difficult to diagnose. Two cases of infections of ventriculoatrial shunts, which demonstrate the eminent importance of meticulously taking history, are reported and discussed.